The Keck Array (SPUD) began observing the cosmic microwave background's polarization in the winter of 2011 at the South Pole. The Keck Array follows the success of the predecessor experiments Bicep and Bicep2, 1 using five on-axis refracting telescopes. These have a combined imaging array of 2500 antenna-coupled TES bolometers read with a SQUID-based time domain multiplexing system. We will discuss the detector noise and the optimization of the readout. The achieved sensitivity of the Keck Array is 11.5 µK CM B √ s in the 2012 configuration.
INTRODUCTION
Inflation, the theory that the universe experienced exponential expansion in its first fraction of a second, was originally introduced as a way to solve the horizon problem-why the universe was nearly homogenous and geometrically flat. 2 Since then, it predicted many phenomena since confirmed by observation: gaussianity, scaleinvariance, and adiabaticity. 3, 4 It also is predicted to have produced a gravitational wave background. The tensor perturbations generated would leave a signature in the curl component of the polarization (B-mode) of the Cosmic Microwave Background radiation (CMB). 5, 6 The curl-free component of the polarization (E-mode) is dominated by the scalar, mass density perturbations. The ratio of the tensor to scalar perturbations (r) depends on the energy scale of inflation.
The DASI experiment was the first to detect the polarization of the CMB, 7 detecting the E-mode polarization. The E-mode polarization power spectrum is determined by the same physics as the temperature power spectrum and thus provided a good test of the CMB paradigm. The B-mode polarization signal is much smaller than the E-mode, and the current upper limits on r < 0.21 (95% CL) actually come from WMAP and SPT 8 using the temperature information. BICEP provides the best upper limit from the B-mode power spectrum at r < 0.72 (95% CL). 1 The Keck Array (aka SPUD) is a ground based polarimeter currently observing the CMB. The Keck Array is the latest of the Bicep/Bicep2 family of experiments. All three experiments use similar optical designs, Bicep2 uses a focal plane with the same detectors as the Keck Array, and the Keck Array transitioned to a closed-cycle He cooler and increased the number of receivers. These experiments were designed specifically with the goal of measuring the imprint of gravitational waves from inflation on the polarization of the CMB. Measuring such a signature will require a lot of sensitivity in large angular scale ( ∼ 100) polarization. Our strategy is to integrate deeply on a 800 deg 2 patch of sky with a 0.5 deg FWHM beam.
This paper is focused on the Keck Array and its sensitivity. Several companion papers presented at this conference focus on the current status of Bicep2 and the Keck Array (Ogburn et al. 9 ), the Keck Array optical performance (Vieregg et al. 10 ), the performance of the dual planar antennas (O'Brient et al. 11 ), and the thermal stability performance of Bicep2 (Kaufman et al. 12 ).
INSTRUMENT
The Keck Array consists of a set of five telescopes, each of which is very similar in design to Bicep2. [13] [14] [15] Each telescope consists of a 26.4 cm aperture, refractive optics focusing light onto a focal plane of 256 dual-polarization detector pairs. Currently, all five telescopes are observing at 150 GHz. In the future, we have the ability to switch the optics and detectors of individual telescopes to either a frequency of 100 GHz or 220 GHz. This modular design allows for tight systematic control, including a complete shielding from the ground, stable temperature of the optics and loading on the focal plane, and end-to-end optical measurements.
The receiver and all of the optics, are cooled to 4K using a closed-cycle He pulse tube system. This is the main difference in design between the Keck Array and Bicep2, which uses liquid helium. The focal plane is cooled to 270 mK using a 3He/4He 3-stage sorption fridge.
The first 3 receivers were deployed to the South Pole in the Martin A Pomerantz Observatory (MAPO) for the 2011 season, using the 3-axis mount originally built for the DASI experiment. The remaining 2 receiving were installed and observations with the full 5 receivers commenced in 2012.
Detectors
The detectors, developed at JPL for joint use in Bicep2, SPIDER and the Keck Array experiments, consists of phased array antennas feeding into Ti transition-edge sensor (TES) bolometers, 16, 17 described in detail in O'Brient et al. 11 These detectors are lithographically patterned, making it easier to produce many detectors at a time. Each camera element consists of two phased antenna arrays, with orthogonal polarization direction. Each signal is then bandpass filtered and terminated into a Ti TES suspended in a SiN membrane. A single 4" Si tile contains 64 detector pairs and a focal plane unit has 4 tiles. In each focal plane, 16 detectors are left dark. Dark detectors consist of the complete TES island structure, but are not connected to their corresponding antennas.
The detectors in the Keck Array are the result of extensive fabrication and testing. The earliest of the currently used detectors were made in the summer of 2010, and the latest in late 2011. The thermal connection between the TES and the bath can be modeled using load curves by sweeping the detector bias and reading the output current with the focal plane held at different temperatures. For small temperature changes δT around the transition temperature T c , the load power to the bath P bath is approximated by Equation 1.
The Keck Array detectors have thermal conductivities G c of 40 − 90 pW/K, T c of 470 − 530 mK and thermal conductance exponent β of 2.5. The G c and T c were designed to minimize the detector noise, while leaving a margin of safety to ensure the detectors are not saturated during observations. Under standard observing conditions at the South Pole, the focal planes are cooled to 270 mK, and the Joule power P J is 5-10 pW in transition. The optical loading (P ), measured by comparing the saturation power of the dark detectors to the light detectors is 2 − 4 pW. The detector parameters are summarized in Table 1 . The optical efficiencies of the detectors are measured in the lab as part of the standard testing regimen. The measurements are taken by placing a beam-filling, microwave-absorbing cone over the vacuum window of the receiver at room temperature (∼ 295K) and at liquid nitrogen temperature (∼ 74K at the South Pole). The optical efficiency η is defined as the fraction of power that the bolometer measures compared to total light power input.
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where P is the measured power with the bolometer, and ν 1 and ν 2 are the band defining frequencies. At 150 GHz, both of these temperatures are well in the Rayleigh-Jeans limit (hν kT ). Equation 2 reduces to ∆P = ηk B ν ∆ν ν ∆T , where ∆ν ν is the fractional spectral bandwidth (0.22), ν is the band center frequency (145 GHz), and ∆T is the difference in temperature of the loads. From these measurements, the median optical efficiency η is ∼ 30%.
Readout
We apply a voltage bias to the TESs and read out the current from the detectors using time-division multiplexed superconducting quantum interference devices (SQUID). 18 These were developed at NIST and are used in numerous other CMB/submillimeter experiments. This multiplexing system consists of 3 stages of SQUIDs. Each detector is inductively coupled to a first stage SQUID (SQ1). A set of 33 SQ1s are inductively-coupled into a summing coil leading to a single second-stage SQUID (SQ2). They are multiplexed by simply turning the SQ1 biases on and off. When its bias is turned off, the SQ1 is superconducting and does not contribute to the summing coil. The output of the SQ2 then leads to a high gain SQUID series array (SSA) before exiting the cryostat. The SQ1s and SQ2s are placed on the focal plane unit along with the detectors at 270 mK. The SSAs are cooled to 4K. This readout system is also described by Ogburn et al. 9, 15 The electronics for the SQUID multiplexers (Multichannel Electronics or MCE) were developed at UBC. 19 These electronics control the current bias and flux feedback (to center the SQUID V (φ) modulation curve) for every SQUID. They also bias the TESs, with only 1 common bias line used per 32 TESs. The detectors sharing a single bias line are all drawn from the same detector tile and have similar enough properties that this is acceptable.
OBSERVATIONS
The Keck Array observes the CMB in a patch of 800 deg 2 in the southern hemisphere known as the "Southern Hole". This patch of sky has very low dust and synchrotron foreground emissions. It overlaps with the observing regions of several other experiments located in the southern hemisphere including BICEP/Bicep2 and SPTPol. 150 GHz is near the minimum of expected astronomical foreground contaminations for this patch. The observing strategy is to scan in azimuth while stepping in elevation. Every 2 days, the entire telescope, ground shielding baffles, optics and detectors are rotated about the boresight. We observe at 4 different boresight rotations: 2 sets of 180 • rotations offset 45 • from each other, completing the Stokes Q and U maps. The 180 • rotation takes advantage of the small size of the Keck Array to suppress systematics. In every 48 hour cycle, the Keck Array observes 4×9 hours on the CMB patch, 1×6 hours on the galactic plane, and spends 6 hours on cryogen servicing.
Calibrations
During the Austral summer we perform instrument calibrations. A source is placed a distance of 200m away from the Keck Array and is observed using a large, 45 deg, flat mirror to produce maps of the detector beams. The beams have a median FWHM of 0.5deg. The optical characteristics of the Keck Array will be more fully described by Vieregg et al. in these proceedings.
During observations, calibration measurements are routinely taken. Every hour, the Keck Array does a 1 deg elevation nod on the sky (elnod) in order to calibrate the relative gain between each polarization pair of detectors. The TES biases are also swept to measure the operating resistance and the saturation power. Every 10 hours, we do a larger dip on the sky and a full load curve.
DETECTOR NOISE
We measure the noise of the detectors in several ways. In normal data taking mode, we multiplex, filter, and downsample the timestream to 20 Hz. The targeted range of CMB modes is ∼ 30 − 300, with a peak from primordial gravitational B-modes expected at ∼ 80. In combination with a scan velocity of 1.6 deg/s in azimuth, the B-mode signal will appear at frequencies between 0.1 and 1 Hz in the recorded timestreams. Thus saving the data at 20 Hz is more than sufficient to retain the information on the targeted range. This range is also sufficiently high to avoid 1/f induced by variations of the atmosphere into the polarization pair-differenced data. Figure 1 shows the noise spectrum in pair-differenced observational data.
We are able to record data from single detectors at higher sampling frequencies by avoiding the multiplexing step in the readout described in Section 2.2. An example of single detector noise spectra, taken at 400kHz, as it is biased through transition is in Figure 2 . We have taken such noise spectra from every detector as they are biased through transition to characterize their noise properties.
In the 2010 SPIE proceedings, Brevik et al. 20 presented a detailed model of the noise of Bicep2 detectors. Since the detectors of Bicep2 and the Keck Array follow the same design, they have a similar noise profile. The Figure 2 : High frequency noise spectra for a single detector plotted for different fractional TES resistances R/R normal . The detectors are normal conducting at high biases (black) and superconducting at low biases (yellow). The bolded noise spectra are at the biases used during standard observations. The detector on the left is a detector with substantial excess noise, which shows up as increased noise between 10 2 and 10 4 Hz. The detector on the right is typical of those with less excess noise at low biases.
noise spectrum is composed of photon noise, phonon noise, Johnson noise, amplifier noise, and an excess noise which seems to peak broadly at 1kHz. Figure 3 shows this model for the same detectors as Figure 2 , biased at the standard operation configuration.
The excess noise's spectral signature is similar to Johnson noise. This is not a new phenomenon -it has been observed in other TESs. 21, 22 Several articles discuss models of this noise, 23, 24 noting that it is an expected fundamental noise from a TES. Although the noise is not modeled in this paper, it is worth noting that the detectors do not all have the same amount of excess noise at low biases. Figure 2 shows a detector with little excess noise at low biases and a detector with substantial excess at low biases. Either way, 100Hz is above the frequency band of interest, and the excess noise should not increase the overall noise levels as long as it is not aliased into the science band from multiplexing. This will be discussed more in Section 5.2.
The photon noise is dominant at low frequencies and is modeled by Equation 3. The noise-equivalent power (NEP) is:
where ν is the frequency, ∆ν ν is the spectral bandwidth. The photon loading Q load can be estimated by the temperatures of the optics and the sky emissivity. The photon noise in the Figure 3 is consistent with a loading of 4.5 pW, or 25 Kelvin (Rayleigh-Jeans equivalent) at zenith. This is consistent with what we expect for a warm austral summer day at the South Pole. During the winter observing season, the photon loading is closer to 3 pW for these detectors.
The phonon noise also contributes significantly at low frequencies. These are thermodynamic fluctuations associated with the thermal conductance. 21 This is modeled in Equation 4.
where F (T c , T bath ) accounts for non-linear thermal conductance and is estimated to be ∼ 0.5 for our configuration. 20, 25 The measured thermal conductances G c and transition temperature T c from Table 1 were inputs for the phonon noise.
The Johnson noise, or thermodynamic fluctuations of the electrical resistance, is estimated by Equation 5 at DC: Figure 2 : the detector on the left has excess noise as low biases, while the detector on the right has less. The excess noise is marked as the measured spectra minus the model. The TES bias plotted is what is used during normal observations. This is an example at R = 0.75 × R normal and R = 0.35 × R normal .
The Johnson noise is suppressed by the TES thermal feedback loop gain L , making the Johnson noise a subdominate component at low frequencies. The TES loop gain L = P α GT is dependent on the steepness of the transition α, which is estimated to be about 100 based on temperature versus resistance data. The current I TES and resistance R TES of the TES were measured using a load curve for calibration. During observations, the current is roughly 10 µA, the TES resistance is 0.3-0.9 R normal , the shunt resistors are 3 mΩ, and the normal resistances of the TESs are about 60 mΩ.
The contributions from each of the noise terms are given in Table 2 . These are the median fits across all of the good detectors within in a receiver. This noise was taken in April, 2012, when the optical loading was 2-3.5 pW. The receivers with lower G c have less phonon noise, and the receivers with lower optical efficiency have less photon noise.
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OPTIMIZATION
Since 2011, we have put a significant amount of effort into improving the sensitivity of the system. The single largest, and most obvious, was to add two more telescopes. Two of the existing telescopes were upgraded, including replacing one of the focal planes. We also spent time improving the SQUID feedback servo and increasing the multiplexing speed.
TES Bias Selection
We selected the TES biases by sweeping through a range of bias currents, taking elevation nods on the sky to measure the optical response, followed by five minutes of noise data taken with the telescope stationary. Figure  4 shows the noise-equivalent temperature (NET) versus bias for each detector tile.
The TES bias is also constrained on the lower end by when the TES goes unstable. At low biases, the thermal time constant and the electrical time constants can interfere and cause the TES to go into oscillations. 21 The NET per detector column (common MCE bias line) may still go down because some detectors are very sensitive in that regime. However, the other detectors are unstable and can cause cross talk and other problems within the system.
Multiplexing
The noise performance was also improved by increasing the multiplexing speed. We must multiplex quickly enough for the Nyquist frequency to exceed our noise bandwidth to avoid a large noise aliasing penalty. In 2011, we multiplexed at 15 kHz. We estimated that the noise was degraded by 15-20% by multiplexing at 15 kHz versus 25 kHz. Bicep2 has shown a similar increase in sensitivity by moving to 25 kHz. 9, 20 Learning from Bicep2's experience, the Keck Array was able to deploy Nyquist chips with 2 µH bandwidth limiting inductors on four out of five focal planes, but the noise was still decreased by multiplexing faster. The limit on multiplexing speed comes from the time needed for the multiplexing circuit to settle to its new voltage after each row switch.
The time-domain SQUIDs switch between 33 rows. At each row, it sets the SQ1 bias, the SQ1 feedback, and the SQ2 feedback (to appropriately center for each SQ1). This has a settling time. In 2011, the detectors and SQUIDs were allowed to settle for 88 clock cycles before 10 samples were added to form a data point. With a 50MHz clock, this means each detector was recorded with a frequency of f = 50MHz/(33 × 98) = 15kHz. For Keck Array, the multiplexing frequency was limited by the settling time of the SQUIDs. This is evident in Figure  5 , which is a raw data timestream as it switches between 4 detectors.
The settling times were improved significantly by decreasing the time spent applying the SQ1 feedback and maximizing the dynamical resistance (R dyn = ∂V /∂I) of the SQ2. The first improvement works because there is a rise time to the switching transients. The amplitudes of the transients were reduced significantly when the switching time was decreased. The SQ1 feedback switching time had previously been increased in order to allow the MCE to calculate flux-jumps of the SQ1. The second improvement is to minimize the settling time of the system. The settling times are dominated by the SQUID2 to series array time constant of τ = L/R dyn , where L is the inductance in that line. The maximal R dyn turned out to be at a bias of 1.2 times the critical current I c−max of the SQ2. The critical current I c−max corresponds to where the SQ2 is no longer superconducting, has the largest amplitude V (φ) modulation curve and highest gain and therefore was previously the nominal biasing point. These two changes resulted in much smaller transients and quicker settling times in the 2012 configuration, as seen in Figure 5 .
SQUID Feedback Servo Changes
In normal data taking modes, the MCE servos on the first-stage SQUID. This is because SQUIDs have optimal gain and are the most linear in the middle of their V(φ) modulation curve. In 2011, the Keck Array used a basic I-term servo, as is common with the MCE, and as was done with ACT and SCUBA-2. 19 This servo was simply f (n) = e(n) + f (n − 1), where f is the applied SQ1 feedback at point n and e is the error signal. The new time-constant limited I-term servo the Keck Array uses is f (n) = e(n) + b × f (n − 1), where b is a decay term less than unity. With the basic I-term, the feedback signal can accumulate indefinitely, eventually overflowing. This generates large amplitude currents in the multiplexer which can interfere with neighboring channels, inducing crosstalk as large as 0.1 K CM B . The time-constant limited I-term effectively discards old error data from the overall sum, keeping this term bounded, while still preserving servo linearity.
INITIAL SENSITIVITY ESTIMATES
The Keck Array has been observing with a full set of receivers and detectors since February, 2012. The initial estimate of the sensitivity of the array is 11.5 µK CM B √ s in the 2012 configuration. 
Map based estimates
One method for estimating the sensitivity is with a CMB map. 26 Figure 6 is an early season 2012 map of the CMB temperature, coadded over all detectors for an 8 day subset at the end of April. This map will be used for the rest of the section for calculating estimates of NET. The CMB temperature fluctuations are cross-correlated with WMAP to obtain an absolute calibration. 1 As was done in Chiang et al., 1 the WMAP maps (Q, W and V bands) are smoothed with Keck Array's beam, converted to simulated timestreams, processed with Keck Array's filtering and converted back into maps, thus creating "Keck Array Observed" WMAP maps. In order to avoid a noise bias, one of the other WMAP bands is used as a reference. This is written out in Equation 6 
where is summed over the range of 30-210 and g is the resulting Keck Array absolute calibration. The gain is flat over this multipole range. The results are the same regardless of which Q, W, or V band maps are used.
After calibrating the maps, the sensitivity of the array can be estimated by directly examining the noise within the maps. A scan-direction jackknife, the difference map of data taken in the two azimuth scan directions, is used to remove any signal in order to get an estimate of the noise in the maps. The polarization pair differencing removes most of common mode noise from the atmosphere. In the T maps, when all of the detectors are summed, the 1/f noise contaminates the science band even in the scan-direction jackknife. Because measuring polarization is the goal of this experiment, the Q and U maps provide a better estimate of the array NET.
The noise in the scan-direction jackknife Q and U maps multiplied by the square root of the integration time map is defined to be the per-detector NET. The signal is divided between the Q and U maps, but this cancels out the pair differencing operation. The histogram of the resulting map is shown in Figure 7 . The per-detector NET from this calculation using the 8-day subset of data is approximately 400 µK CM B √ s. The number of effective detectors used to make this map is total integration time divided by the integration time for a single detector. Including the data cuts for this time period gives an overall array sensitivity of 11.5 µK CM B √ s in the Q/U maps in the 2012 configuration. The weather was good during this subset of data, but data is also cut based on other quality measures such as flux jumps (large SQUID steps), noise stability, and relative gain changes.
Timestream based estimates
Another method to estimate the sensitivity is by directly analyzing the noise of the timestream in fourier space. 26 This was also computed on the same 8-day subset of data as the map-based method. The responsivity of the Figure 8 : Histogram of the NET per detector using timestream based estimates. Rx3 and Rx4 have lower optical efficiencies than the other receivers. We will be upgrading those telescopes with more efficient detectors for 2013. detectors is estimated using the calibration elnods. This depends on the sky temperature, which is calculated using the absolute calibrations of our detectors from WMAP as described above. The noise level of each detector pair is calculated from the polarization pair-differenced timestream in the frequencies of interest (0.1-1 Hz). Figure 8 is the resulting histogram of sensitivities per detector across the array. This method results in a per detector NET of approximately 440 µK CM B √ s, and an array NET of 11.7 µK CM B √ s for the 2012 configuration. The per-detector NET is 10% higher in this method because of the residual 1/f noise in the data, as seen in Figure 1 . However, the overall array sensitivities are comparable, because of the cuts applied while making the maps.
